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12 Abstract 

13 Conclusions: Our results indicated that electric acoustic stimulation (EAS) is beneficial for Japanese-speaking patients, 

14 including those with less residual hearing at lower frequencies. Comparable outcomes for the patients with less residual 

15 hearing indicated that current audiological criteria for EAS could be expanded. Successful hearing preservation results, 

16 together with the progressive nature of loss of residual hearing in these patients, mean that minimally invasive full insertion of 

17 medium/long electrodes in cochlear implantation (CI) surgery is a desirable solution. The minimally invasive concepts that 

1 8 have been obtained through EAS surgery are, in fact, crucial for all CI patients. Objectives: This study was conducted to evaluate 

19 hearing preservation results and speech discrimination outcomes of hearing preservation surgeries using medium/long 
electrodes. Methods: A total of 32 consecutive minimally invasive hearing preservation CIs (using a round window approach 
with deep insertion of a flexible electrode) were performed in 30 Japanese patients (two were bilateral cases), including patients 
with less residual hearing. Hearing preservation rates as well as speech discrimination/perception scores were investigated on a 

23 multicenter basis. Results: Postoperative evaluation after full insertion of the flexible electrodes (24 mm, 31.5 mm) showed that 

24 residual hearing was well preserved in all 32 ears. In all patients, speech discrimination and perception scores were improved 

25 postoperatively. 

26 Keywords: Deep insertion, residual hearing, high-frequency hearing loss 



27 Introduction 

Hearing preservation with electric acoustic stimulation 
(EAS) is a new trend for patients with residual hearing 

30 at the lower frequencies. Recent techniques, including 

3 1 round window insertion [ 1 ] , use of minimally invasive 
electrodes [2,3], and postoperative steroid administra- 

33 tion [4], enable hearing preservation rates of around 

34 90-100% [5-11]. We demonstrated in our previous 



report that hearing preservation can be achieved even 

in the presence of a long electrode covering the residual 36 

hearing region [12]. This is an extremely important 37 

observation not only for EAS, but also because of the 38 

advantage of the electrode being in place to cover 39 

future hearing deterioration, which is very likely to 40 

happen as hearing loss in almost all the candidates is 41 

more or less progressive. A recent series of studies 42 

in different centers further confirmed that hearing 43 
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44 


preservation could be possible with full insertion of a 


was used and full insertion of the electrode was 


97 


45 


longer electrode [4,6,8,9,12-15]. 


achieved in all 32 surgeries. 


98 


46 


When performing the hearing preservation surgery, 


The ages of the patients at time of surgery ranged 


99 


47 


together with the natural course of progressive hearing 


from 21 to 71 years and all had late or post-lingual 


100 


48 


loss, the surgeon should keep in mind that hearing 


onset hearing loss at higher frequencies that was 


101 


49 


threshold shift is unavoidable in the majority of cases 


slowly progressive, starting at age 3-52 years 


102 


50 


after insertion of an electrode. To choose the optimal 


(Table I). 


103 


51 


electrode for each individual, detailed data of hearing 


The round window approach was applied to 


104 


52 


threshold shifts on a multicenter basis are crucial. 


reduce the insertion damage of the cochlea. The 


105 


53 


We have previously published a report on short- 


surgeries were performed by four surgeons (Table I). 


106 


54 


term hearing preservation results of five cases 


Intraoperative and postoperative systemic dexameth- 


107 


55 


included in the current paper [12]. The present study 


asone treatment was given according to our protocol 


108 


56 


expanded the duration of observation, the number of 


[12], i.e. intraoperative infusion of dexamethasone 


109 


57 


patients, and the number of the centers. 


sodium phosphate (8 mg) applied before drilling of 


110 


58 


In this study, based on the minimally invasive 


the bony edge of the round window niche and post- 


111 


59 


concepts and using a round window insertion, we 


operative dexamethasone treatment administered for 


112 


60 


evaluated (1) hearing preservation results in 32 con- 


6 days (8 mg, 8 mg, 4 mg, 4 mg, 2 mg, and 2 mg, 


113 


61 


secutive surgeries in 30 patients (including 2 bilateral 


respectively). The insertion depth of the electrode 


114 


62 


cases), (2) the postoperative threshold shift of air 


and the corresponding frequencies were estimated 


115 


63 


conduction and bone conduction, (3) whether or 


using postoperative X-ray (X-ray digital linear 


116 


64 


not EAS is beneficial for Japanese-speaking patients, 


tomosynthesis). 


117 


65 


and (4) whether or not EAS is beneficial even for 






66 


patients who do not meet the current audiological 


EAS fitting 


118 


67 


EAS criteria. 








The frequency at which the audiogram surpassed 


119 


68 


Material and methods 


65 dBHL hearing loss was determined and the CI 


120 






low frequency crossover point was set at that 


121 


69 


We performed 32 consecutive hearing preservation 


frequency point for fitting the EAS. 


122 


70 


surgeries in 30 patients with residual hearing (Table I) 






71 


who all had late or post-lingual onset, high-frequency 


Audiometric evaluation 


123 


72 


involved sensorineural hearing loss. The subjects were 






73 


divided into two groups according to the length of 


Audiometric evaluation from 125 to 8000 Hz was 


124 


74 


the electrode used. Group 1 consisted of 29 ears in 


performed preoperatively and at 1, 3, 6, and 


125 


75 


27 patients who received MEDEL PULSAR® with 


12 months after the initial EAS stimulation. Pure- 


126 


76 


a 24 mm FLEX24® device. Among them were 24 


tone hearing was evaluated at 4 weeks postoperatively; 


127 


77 


patients (case nos. 1-24) who participated in a 


at the time of CI and EAS fittings; as well as at 3, 6, 


128 


78 


multicenter clinical trial in Japan and fulfilled the 


and 12 months postoperatively. Proper masking was 


129 


79 


audiological criteria for EAS, slightly modified from 


applied to the contralateral ear and bone-conduction 


130 


80 


that of a multicenter trial in the EU. (The criteria 


thresholds were used. 


131 


81 


were: pure-tone hearing levels bilaterally at 65 dBHL 


To evaluate speech perception outcomes, speech 


132 


82 


for 125 Hz, 250 Hz, and 500 Hz; 80 dBHL at 


discrimination scores (using the 67S Japanese mono- 


133 


83 


2000 Hz; and 85 dBHL at 4000 and 8000 Hz; as 


syllable test) and speech perception scores (using the 


134 


84 


well as minimal benefit from conventional hearing 


Japanese CI2004 word and sentence test) were used. 


135 


85 


aids, i.e. monosyllable scores in quiet under 60% in 


Subjects sat 1 meter away from the sound source 


136 


86 


the best aided condition.) The remaining three 


facing 0° azimuth and recorded monosyllable words 


137 


87 


patients (case nos. 25-27; two of which were bilateral 


in quiet were presented in the sound field at 65 dB 


138 


88 


cases) had hearing levels only partially fulfilling the 


SPL. Three listening conditions were used: hearing 


139 


89 


above EAS criteria, therefore were not included in the 


aid alone, CI alone, and combined EAS. Each subject 


140 


90 


clinical trial. Group 2 comprised three ears in three 


also underwent hearing in noise-testing using a mono- 


141 


91 


patients who had less residual hearing and received 


syllable, word, and sentences protocol. A 10 dB 


142 


92 


longer (31.5 mm length) electrodes. One patient (no. 


signal-to-noise ratio (SNR) was used for subsequent 


143 


93 


28) received a MEDEL COMBI40+® with a 31 .5 mm 


testing determined at 1, 3, 6, and 12 months after the 


144 


94 


Standard electrode. Two patients (nos. 29 and 30) 


initial EAS stimulation. 


145 


95 


received MEDEL PULSAR® with a 31.5 mm 


This study was approved by the Ethics Committee 


146 


96 


FLEXSOFT® electrode. A round window approach 


of Shinshu University School of Medicine as well as 


147 
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Clinical outcome of 32 consecutive EAS surgeries 3 
Table I. Clinical features of cases undergoing electric acoustic stimulation (EAS). 



Case Age at time Operative Inheritance Onset Responsible Insertion 



no. 


Gender 


of surgery (years) 


side 


mode 


age (years) 


gene 


Implant 


depth (mm) 


Surgeon 


1 


F 


59 


R 


Sporadic 


43 


- 


PULSAR FLEX24 


24 


S.U. 


2 


F 


71 


R 


AD 


30 


- 


PULSAR FLEX24 


24 


S.U. 


3 


F 


45 


R 


Sporadic 


25 


- 


PULSAR FLEX24 


24 


S.U. 


4 


F 


38 


L 


Sporadic 


28 


- 


PULSAR FLEX24 


24 


S.U. 


5 


F 


46 


R 


AD 


30 


- 


PULSAR FLEX24 


24 


S.U. 


6 


M 


29 


R 


AD 


7 


- 


PULSAR FLEX24 


24 


S.U. 


7 


M 


39 


L 


AD 


11 


ACTG1 


PULSAR FLEX24 


24 


S.U. 


8 


F 


35 


L 


Sporadic 


25 


- 


PULSAR FLEX24 


24 


S.U. 


9 


M 


52 


R 


Mit 


3 


Mt.l555A>G 


PULSAR FLEX24 


24 


S.U. 


10 


F 


52 


L 


Sporadic 


48 


- 


PULSAR FLEX24 


24 


S.U. 


11 


F 


59 


L 


Sporadic 


38 


- 


PULSAR FLEX24 


24 


S.U. 


12 


F 


38 


R 


AD 


13 


- 


PULSAR FLEX24 


24 


S.U. 


13 


F 


52 


L 


Sporadic 


37 


- 


PULSAR FLEX24 


24 


S.U. 


14 


M 


45 


L 


Sporadic 


35 


- 


PULSAR FLEX24 


24 


S.U. 


15 


M 


54 


R 


Sporadic 


52 


- 


PULSAR FLEX24 


24 


S.U. 


16 


M 


21 


R 


AD 


7 


- 


PULSAR FLEX24 


24 


T.T. 


17 


F 


54 


L 


Sporadic 


32 


- 


PULSAR FLEX24 


24 


T.T. 


18 


M 


34 


R 


Sporadic 


7 


- 


PULSAR FLEX24 


24 


T.T. 


19 


F 


51 


R 


Sporadic 


3 


- 


PULSAR FLEX24 


24 


T.T. 


20 


F 


38 


L 


Sporadic 


18 


- 


PULSAR FLEX24 


24 


Y.N. 


21 


F 


58 


L 


Sporadic 


35 


- 


PULSAR FLEX24 


24 


Y.N. 


22 


F 


43 


R 


AR 


30 


— 


PULSAR FLEX24 


24 


Y.N. 


23 


M 


35 


L 


AD 


10 




PULSAR FLEX24 


24 


Y.N. 


24 


F 


69 


L 


Sporadic 


20 


_ 


PULSAR FLEX24 


24 


H.T./Y.K. 


25 


M 


39 


R 


Sporadic 


30 




PULSAR FLEX24 


24 


S.U. 


26-1 


F 


45 


L 


Sporadic 


25 




PULSAR FLEX24 


24 


S.U. 


26-2 


F 


48 


R 


Sporadic 


25 




PULSAR FLEX24 


24 


S.U. 


27-1 


F 


38 


L 


AR 


10 


TMPRSS3 


PULSAR FLEX24 


24 


S.U. 


27-2 


F 


40 


R 


AR 


10 


TMPRSS3 


PULSAR FLEX24 


24 


S.U. 


28 


F 


60 


R 


Sporadic 


40 




Combi 40+ 
Standard 


31.5 


S.U. 


29 


M 


68 


R 


Sporadic 


52 




PULSAR FLEX SOFT 


31.5 


S.U. 


30 


F 


64 


L 


Sporadic 


42 




PULSAR FLEX SOFT 


31.5 


S.U. 



AD, autosomal dominant; AR, autosomal recessive; F, female; L, left; M, male; Mit, mitochondrial mutation; R, right. 



148 the respective ethical committees of the other partic- 

149 ipating institutions and prior written consent was 

150 obtained from each patient after a full explanation 

151 of the study. 

152 Results 

1 53 The current study included five cases (nos. 25, 26, 27, 

154 28, and 29) from our previous report [12] on short- 
term hearing preservation results, and expanded the 



duration of observation, the number of patients, and 156 

the number of centers involved. 157 

Hearing preservation 158 

Achievement of full insertion was confirmed by 159 
combined postoperative imaging with the referential 

tono topic map and the corresponding frequencies and 161 

the depth of the electrode were evaluated (see Usami 1 62 

et al. [12] for examples). 163 
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Figure 1. Hearing preservation results of group 1 with FLEX24 electrode. The lines indicate preoperative, and 1, 3, 6, and 12 months 
postoperative audiograms. Shadow indicates the audiological criteria for electric acoustic stimulation (EAS) clinical trial (patient nos. 1-24 
fulfilling the audiological criteria for EAS, nos. 25-27 not fulfilling the criteria for the clinical trial for EAS). 
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Figure 1. {Continued). 
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A Frequency (Hz) 
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164 
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166 
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Frequency (Hz) 

125 250 500 1000 2000 4000 8000 




— "—Pre 

1 M 
3 M 
— *- 6 M 
12 M 



140.0 



Figure 2. (A) Average audiogram of group 1. The lines indicate 
preoperative, 1, 3, 6, and 12 months postoperative audiograms. 
Note that good hearing preservation could be achieved. (B) Hearing 
level of group 1 with electric acoustic stimulation (EAS). 



Overall, postoperative evaluation after deep inser- 
tion (24 or 31.5 mm) of the electrodes showed that 
residual hearing was well preserved in all 32 ears. 

Individual preoperative and postoperative audio- 
grams for group 1 are shown in Figure 1. Up to 
the 12-month follow-up, postoperative evaluation 
after full insertion of the electrodes showed that 



hearing in the low frequencies was well preserved 
in all 24 ears, but 1 patient (case no. 2) lost hearing 
at more than 6 months following surgery without any 
episode. The average audiograms for group 1 are 
shown in Figure 2A. Details of hearing threshold shift 
are indicated in Table II. Change in air conduction 
was 14.1 dB in 125 Hz, 19.7 dB in 250 Hz, 27.4 dB in 
500 Hz, and 11.6 dB in 1000 Hz. Change in bone 
conduction was 8.3 dB in 250 Hz, 16.7 dB in 500 Hz, 
and 5.0 dB in 1000 Hz, respectively. 

Low-frequency (250-1000 Hz) pure -tone thresh- 
olds dropped at the initial cochlear implant activation 
at 1 month postoperatively. In particular, hearing 
deterioration at 500 Hz was evident compared with 
250 Hz or 1000 Hz. After initial deterioration, pure- 
tone thresholds were maintained until the 12-month 
evaluation. 

In group 2, in which there was less residual hearing, 
it was also well preserved. Individual preoperative and 
postoperative audiograms are shown in Figure 3 and 
the average audiogram is shown in Figure 4A. Change 
in air conduction was 20.0 dB in 125 Hz, 25.0 dB in 
500 Hz, and 8.3 dB in 500 Hz. Bone conduction was 
10.8 dB in 250 Hz. Details of hearing threshold shift 
for group 2 are indicated in Table III. 



EAS fitting 

In two subjects (case nos. 2 and 15), residual hearing 
was not sufficient to utilize acoustic stimulation. 
Cochlear implant fitting using a full-frequency map 
and subsequent bimodal mode of stimulation with a 
contralateral hearing aid was used. Their cochlear 
implant alone monosyllable perception scores were 
50% and 40% after 1 year, and 75% and 70% in the 
bimodal setting, respectively. We excluded these two 
cases from the evaluation of the speech perception 
outcome. For all other patients, an EAS speech 
processor (DUET II®) was applied. Postoperative 
hearing levels of groups 1 and 2 with EAS are shown 
in Figures 2B and 4B, respectively. 



171 
172 
173 
174 
175 
176 
177 
178 
179 
180 
181 
182 
183 
184 
185 
186 
187 
188 
189 
190 
191 
192 
193 
194 
195 



196 

197 
198 
199 
200 
201 
202 
203 
204 
205 
206 
207 
208 
209 



Table II. Average hearing thresholds of electric acoustic stimulation (EAS) patients in group 1. 



Air conductive hearing level (dB) Bone conductive hearing level (dB) 



Timing 


125 Hz 


250 Hz 


500 Hz 


1000 Hz 


2000 Hz 


4000 Hz 


8000 Hz 


250 Hz 


500 Hz 


1000 Hz 


2000 Hz 


4000 Hz 


Preoperative 


27.8 


35.5 


52.4 


85.2 


106.9 


110.7 


104.1 


29.3 


42.6 


67.9 


73.6 


64.5 


1 month 


40.3 


53.8 


76.7 


93.8 


107.4 


111.2 


104.5 


35.2 


54.8 


72.7 


73.8 


63.9 


3 months 


38.1 


51.2 


76.4 


95.0 


109.7 


112.4 


104.8 


35.9 


55.0 


73.3 


73.6 


63.6 


6 months 


38.8 


50.7 


78.0 


97.5 


110.5 


112.1 


104.5 


33.7 


56.4 


73.6 


74.3 


63.9 


12 months 


41.9 


55.2 


79.8 


96.7 


109.0 


111.6 


104.3 


37.6 


59.3 


73.0 


73.9 


63.9 
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Case 30 

Frequency (Hz) 

125 250 500 1000 2000 4000 8000 

0 




140 



Figure 3. Hearing preservation results of group 2 (cases with less residual hearing and receiving longer electrodes (no. 28 with standard 
electrode, nos. 29 and 30 with FLEXSOFT electrode). The lines indicate preoperative, and 1, 3, 6, and 12 months postoperative audiograms. 
Note that good hearing preservation could be achieved. 



210 Speech perception outcome 

211 Improvement of speech discrimination and percep- 

212 tion scores was seen in both groups (Figures 5 and 6). 

213 In group 1, the average monosyllable discrimination 

214 score in quiet (67S 65 dBSPL) was improved from 

215 24.1% preoperatively with hearing aid to 67.4% with 

216 EAS 12 months after the first fitting. This postoper- 

217 ative improvement occurred gradually from 48.4% at 

218 1 month to 67.4% at 12 months (Figure 5) and 

219 was mainly based on the adaptation of electrical 
stimulation, because in a comparison of monosyllable 

221 discrimination scores in three conditions (acoustic 

stimulation only (AS only), electric stimulation only 
(ES only) and EAS), acoustic stimulation scores 
changed only slightly from 13.8% to 18.1% at 
12 months after the first fitting, but electrical stimu- 

226 lation improved from 35.0% to 55.4%. Also, the EAS 



condition showing the best performance for mono- 
syllable discrimination revealed that acoustic stimu- 
lation combined with electrical stimulation increases 
perception ability (EAS results were significantly 
better than ES only; p < 0.001, paired t test). Similar 231 
results were observed in monosyllable, word, and 232 
sentence perception tests in noise. The results for 233 
monosyllable perception in noise were improved 234 
from 21.0% preoperatively with hearing aid to 235 
60.2% with EAS 12 months after the first fitting. 236 
This postoperative improvement occurred gradually 
from 36.9% at 1 month to 60.2% at 12 months. Also, 238 
EAS results (60.2% correct) were significantly better 
than AS only (13.9% correct) and ES only (46.0% 
correct) results (p< 0.001 andp= 0.009, paired t test). 241 
The average word and sentence perception test score 242 
in noise improved from 35.8%, and 51.3% to 77.0%, 
and 88.2%, respectively. In both word and sentence 244 
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A Frequency (Hz) 

125 250 500 1000 2000 4000 8000 

0.0 1— 



20.0 

m 




140.0 



B Frequency (Hz) 

125 250 500 1000 2000 4000 8000 
0.0 j— 



20.0 




120.0 



140.0 J — 

Figure 4. (A) Average audiogram of group 2. The lines indicate 
preoperative, and 1, 3, 6, and 12 months postoperative audiograms. 
Note that good hearing preservation could be achieved. (B) Hearing 
level of group 2 with electric acoustic stimulation (EAS) . 

perception tests, EAS showed the best results 
246 (Figure 5). EAS results were significantly better 

than the ES only results (p = 0.002 for word and 

248 p = 0.01 for sentence, paired t test). 

249 Similar results were obtained for the patients 
in group 2, who had less residual hearing and 

251 received longer (31.5 mm length) electrodes. Good 



performance after EAS was observed. The average 

monosyllable discrimination score in quiet (67S 

65 dBSPL) was improved from 28% preoperatively 254 

with hearing aid to 66.7% with EAS 12 months after 

the first fitting (Figure 6). The results for monosyl- 256 

lable, word, and sentence perception in noise were 

improved from 25%, 12%, and 25%, preoperatively 

with hearing aid to 66.7%, 82%, and 89% with EAS 259 

12 months after the first fitting. In all of the 260 

conditions, EAS showed the best results (Figure 6). 261 

Discussion 262 

We first consider hearing preservation. We combined 263 

postoperative imaging with the referential tonotopic 

map and clearly showed that even with the use of a 

long electrode covering the residual hearing region 266 

it is possible to achieve hearing preservation with 

EAS. 268 

Overall, hearing preservation as well as speech 
perception data obtained in this study correlate well 
with recent reports [5-1 1] . As to hearing preservation, 27 1 

residual hearing was well preserved even after deep 
insertion (full insertion of 24 mm or 31.5 mm length 273 
electrodes). As in other reports, hearing thresholds 274 
dropped at the initial cochlear implant activation 
1 month postoperatively. In particular, hearing dete- 
rioration at 500 Hz was evident compared with 
250 Hz or 1000 Hz. After initial deterioration, 278 
pure-tone thresholds were stable until 12 months. 
In particular, air-conduction hearing was elevated 
compared with bone-conduction hearing, suggesting 281 
that this initial deterioration may be most likely due 
to changes in cochlear micromechanics rather than 283 
acute acoustic trauma. This phenomenon could be 284 
explained by the slight lifting of the basilar membrane 
in the middle turn that was seen in a temporal bone 286 
study [16]. 287 

In contrast, a slight hearing improvement could 
also be observed in some cases (group 1, case no. 
1, 1000 and 2000 Hz; group 1, case no. 10, 2000 Hz; 290 
group 1, case no. 21, 1000 Hz; group 1, case no. 24, 291 



Table III. Average hearing thresholds of electric acoustic stimulation (EAS) patients in group 2. 



Air conductive hearing level (dB) Bone conductive hearing level (dB) 



Timing 


125 Hz 


250 Hz 


500 Hz 


1000 Hz 


2000 Hz 


4000 Hz 


8000 Hz 


250 Hz 


500 Hz 


1000 Hz 


2000 Hz 


4000 Hz 


Preoperative 


43.3 


55.0 


86.7 


110.0 


110.0 


106.7 


105.0 


36.7 


63.3 


75.0 


75.0 


65.0 


1 month 


58.3 


71.7 


88.3 


98.3 


113.3 


113.3 


103.3 


48.3 


58.3 


73.3 


75.0 


65.0 


3 months 


58.3 


68.3 


85.0 


98.3 


115.0 


115.0 


105.0 


53.3 


63.3 


73.3 


75.0 


65.0 


6 months 


45.0 


66.7 


83.3 


106.7 


115.0 


115.0 


105.0 


48.3 


61.7 


75.0 


75.0 


65.0 


12 months 


63.3 


80.0 


95.0 


105.0 


113.3 


113.3 


103.3 


47.5 


62.5 


75.0 


75.0 


65.0 
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Figure 5. Speech discrimination and perception scores of group 1 (with FLEX24 electrode). Speech discrimination and perception scores were 
improved postoperatively with electric acoustic stimulation (EAS). SNR, signal-to-noise ratio. 
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2000 Hz; group 2, case no. 28, 1000 Hz; group 2, case 
no. 30, 500 and 1000 Hz), as seen in the preliminary 
data we have previously reported [12]. This phenom- 
enon was constant until the 12-month evaluation, 
suggesting that this was not a measuring error but 
true improvement. This is probably due to alterations 
of the basilar membrane behavior occurring after 
electrode insertion. 

We turn now to speech perception outcome. 
Hearing preservation could be achieved in a high 
number of patients, and combined EAS provided 
good speech perception in both quiet and noise. 
Speech discrimination and perception scores were 
improved postoperatively with EAS in both of our 
groups, indicating that (1) EAS is beneficial for 
Japanese-speaking patients within particular audio- 
gram indications, and (2) EAS is also beneficial for 
patients with less residual hearing at lower frequencies. 
In the present study, patients with less residual hearing 
(case nos. 25-30) showed good results equal to those 
fulfilling the audiological criteria (case nos. 1-24), 
indicating that these patients are also good 
candidates for EAS. The current results indicated 
that the audiological criteria for EAS should not be 



limited to the conventional range of audiogram, but 316 

also expanded to the patients with less residual hearing. 317 

Hearing loss in the majority of patients with residual 318 

hearing at lower frequencies is more or less progres- 319 

sive and therefore they may have fulfilled the audio- 320 

logical criteria for EAS at an earlier date. Actually an 321 

audiogram from the past showed that our case no. 322 

27 in group 1 had previously fulfilled the audiological 323 

criteria (data not shown) and it is possible that this 324 
was also true for case nos. 25, 26, and 28-30. 

Throughout the selection process for EAS candidates, 326 
we have paid attention to the progressive nature of 
their hearing loss. We need to consider that patients 
who fulfill the criteria at a certain point possibly may 
not fit the criteria in the future. In contrast, most of 

the patients who did not totally meet the audiological 331 

criteria for EAS may have fulfilled the criteria several 332 

years before. Considering such progressive nature of 333 

hearing loss, audiological criteria should not be tightly 334 

limited to the conventional criteria for EAS. The 335 
present results support the proposition that the 
criteria could be expanded to include the cases with 
less residual hearing. Since shallow insertion of short 

electrodes cannot recruit neurons in the apical region, 339 
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Figure 6. Speech discrimination and perception scores of group 2 (standard electrode or FLEXSOFT electrode with less residual hearing). 
Speech discrimination and perception scores were improved postoperatively with electric acoustic stimulation (EAS). SNR, signal-to-noise 
ratio. 
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deeper insertion would be the best solution to 
compensate for future hearing deterioration at the 
lower frequencies. However, full insertion with a 
long/medium electrode for the patients with residual 
hearing at the low frequencies is still a controversial 
field because of possible loss of their residual hearing 
due to mechanical trauma of the corresponding area. 

In this study, 24 mm or 31.5 mm electrodes were 
chosen for all patients. FLEX24 was used for the 
patients with residual hearing that was more evident, 
while FLEXSOFT was used for the patients with less 
residual hearing. 

The speed of progression, i.e. rapid or rather stable, 
may be dependent on the individual etiology. An 
unresolved issue is the prediction of progressiveness 
based on the etiology of individual hearing loss, but we 
have recently reported at least five genes that are 
responsible for the candidates for EAS, and therefore 
there is not a single etiology but rather a great genetic 
heterogeneity involved in this particular type of hearing 
loss [17-19]. 

In the present study, the responsible gene 
(m.l555A>G, TMPRRS3, ACTG1) was identified in 
3 of 30 patients (Table I) [18,19], and will contribute to 
such decision-making in the near future. 



The benefits of minimally invasive concepts in CI 365 
surgery are needed not only for the patients with 
residual hearing but also for the patients with pro- 
found hearing loss without any residual hearing, 
because structure preservation is critical for (1) future 
therapeutic interventions including gene therapy and/ 
or regeneration therapy, and (2) vestibular function. If 371 
acoustic stimulation is not applicable due to less 372 
residual hearing, vestibular function could be a 373 
good marker for structure preservation. Our recent 374 
study on vestibular function of the patients with EAS 375 
clearly demonstrated that the patients have compar- 
atively good vestibular function and it is important to 
preserve not only residual hearing function but also 
the vestibular function of the implanted ears, using 
minimally invasive surgical techniques [20]. The 
round window approach and soft electrode should 381 
be preferred to decrease the risk of damage to 382 
vestibular function [12]. 383 

Conclusions 384 

EAS is beneficial for Japanese-speaking patients 
including those with less residual hearing at lower 
frequencies, indicating that current audiological 387 
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criteria for EAS can be expanded. Since hearing loss 
of EAS candidates is more or less progressive, full 
insertion of medium/long electrodes would be the 

391 best solution to compensate for future hearing 

392 deterioration at the lower frequencies. The benefits 

393 of minimally invasive concepts in CI surgery are 

394 crucial not only for the patients with residual hearing 

395 but also from the viewpoint of structure preservation 

396 in patients with profound hearing loss without any 

397 residual hearing. 
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